[The diagnosis and elimination of disorders in cardiac electrostimulation in patients with an artificial pacemaker].
In 378 patients with artificial pacemaker (AP) 10-year follow-up revealed disturbances of continuous pacing and cardiac arrhythmia. Diagnostically significant were: ECG, Holter ECG monitoring, functional AP control. Cardiac arrhythmias were spontaneous and pacing-induced. Programmed AP corrects complications of cardiac pacing and arrhythmia without surgical intervention. Regular technical control of the stimulation system providing early diagnosis of AP defects is an important component of check-ups of patients with AP.